Rapid and sensitive quantification of protein based biomarkers and drugs is a substantial challenge in diagnostics and biopharmaceutical drug development. Current technologies, such as ELISA, are characterized by being slow (hours), requiring relatively large amounts of sample and being subject to cumbersome and expensive assay development. In this work a new approach for quantification based on changes in diffusivity is presented. The apparent diffusivity of an indicator molecule interacting with the protein of interest is determined by Taylor Dispersion Analysis (TDA) in a hydrodynamic flow system. In the presence of the analyte the apparent diffusivity of the indicator changes due to complexation. This change in diffusivity is used to quantify the analyte. This approach, termed Flow Induced Dispersion Analysis (FIDA), is characterized by being fast (minutes), selective (quantification is possible in a blood plasma matrix), fully automated, and being subject to a simple assay development. FIDA is demonstrated for quantification of the protein Human Serum Albumin (HSA) in human plasma as well as for quantification of an antibody against HSA. The sensitivity of the FIDA assay depends on the indicatoranalyte dissociation constant which in favourable cases is in the sub-nanomolar to picomolar range for antibody-antigen interactions.
Introduction
The detection and quantification of proteins represent a considerable challenge in diagnostics, disease treatment and drug development. Especially the evolving fields of personalized medicines and therapeutic drug monitoring rely on general methodologies for rapid decentralized quantification of protein based biomarkers. [1] [2] [3] Most immunological assays, such as e.g. Enzyme-linked Immunosorbent Assays, ELISA, involve surface chemistries which require substantial development and optimisation for each new application. 4 Furthermore, such assays usually involve several steps including analyte capture, washing, secondary antibody incubation and detection, leading to a relatively long analysis time and assays prone to operator errors. Consequently, there is substantial interest in alternatives to traditional bio-assays such as ELISA. 5 In this work we demonstrate a simple one-step procedure for quantification of proteins. It has previously been shown that Taylor Dispersion Analysis (TDA) is an effective method for determination of diffusivities from dispersion in a hydrodynamic flow. [6] [7] [8] [9] [10] The present work builds on these studies as it aims to relate changes in the dispersion of an indicator molecule to protein concentrations. The apparent size of the indicator molecule (i.e. the ligand interacting with the protein of interest) is relatively small in the absence of the protein, but its apparent size increases with the protein concentration due to complex formation. Here we demonstrate that the apparent increase in size of the indicator is an accurate approach for protein quantification. This approach, termed Flow Induced Dispersion Analysis (FIDA), does not require separation/isolation of an affinity complex, is not dependent on a secondary antibody interaction, it is fast (minutes compared to hours for ELISA), and easy to automate. The method may be used for any protein (analyte) to which an indicator molecule (affinity ligand) binding with high affinity and specificity exist.
Experimental section
Experimental details, including materials and procedures are provided in the ESI. † Briefly, the FIDA experiments are conducted using standard fused silica capillaries (50 μm inner diameter, 360 μm outer diameter) and standard apparatus for capillary electrophoresis (Agilent 3D CE instrument, Agilent Technologies, Waldbronn, Germany) employing laser induced fluorescence detection (ZETALIF Evolution, Picometrics). A 488 nm Melles Griot Diode laser was used for fluorophore exci-tation. The mobilisation pressure were either 50 mbar (provided by the CE system) or 250 mbar obtained by coupling an external nitrogen source to the CE apparatus. These pressures corresponded to linear flow rates of 0.6 and 3 mm s −1 respectively.
An overview of the automated workflow is shown in Fig. 1 . Initially the capillary is rinsed to remove contaminants prior to analysis. Second, the capillary is filled with analyte. Third, a small well defined indicator zone is introduced (typically around 10 nL) and mobilized by a pressure driven flow of the sample. The signal corresponding to the indicator is recorded at the detection window located at 48 cm. From the indicator peak shape, the apparent indicator diffusivity is obtained.
Results and discussion
In a FIDA experiment, the binding equilibrium between the indicator (I) and the analyte (A) is probed:
where K is the association equilibrium binding constant, [IA] is the concentration of the complex, and [I] and [A] is the free concentration of the indicator and analyte, respectively. Assuming a 1 : 1 binding stoichiometry the unbound fraction of the indicator (x) may be calculated from eqn (2):
If the analyte is in a large excess compared to the indicator molecule, the free concentration may be approximated by the formal analyte concentration (c A ).
When on-and-off binding kinetics is fast the apparent diffusivity of the indicator molecule (D app ) is a linear function of the unbound fraction of the indicator,
where D I and D IA are the diffusion coefficients of the indicator and the complex, respectively. Combining eqn (2) and (3) results in a binding isotherm describing the relationship between the apparent diffusivity of the indicator and the analyte concentration:
Diffusion coefficients may be determined by Taylor Dispersion Analysis (TDA) in capillaries with small inner diameter. This principle has been exploited for measurement of diffusion coefficients [7] [8] [9] as well as for assessment of noncovalent binding constants of small molecules.
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In a FIDA experiment, the indicator zone is dispersed due to the parabolic flow profile and radial diffusion. As the indicator zone is dispersed it is mixed with the analyte and binding occurs. The indicator peak shape is monitored at the capillary outlet and fitted to a Gaussian peak shape. From the indicator peak variance (σ 2 ), capillary radius (r) and the peak appearance time (t R ) the apparent indicator diffusivity (D app ) can be calculated using eqn (5).
Details on the conditions for eqn (5) to be valid are provided in the ESI. † The binding isotherm shown in eqn (4) relates the apparent indicator diffusivity to the analyte concentration and can thus be used as a standard curve for quantifying the analyte.
The FIDA methodology is first demonstrated by quantifying the protein Human Serum Albumin (HSA). In addition to being a model system, a low HSA concentration is associated with a poor recovery in critical illness. 13 Fluorescein was chosen as the indicator molecule because it is known to bind to HSA. 14 Fluorescein is a small molecule (332 g mol −1 ) and therefore a considerable change in apparent diffusivity is seen upon binding to HSA resulting in a significant broadening of the fluorescein peak as shown in Fig. 2 (insert) . Furthermore, fluorescein is a fluorescent molecule allowing sensitive and selective fluorescence detection. The high HSA concentrations lead to an increase in the background fluorescence, but this does not complicate the data treatment since it is simply seen as a baseline offset. Following initial experiments, a fluorescein concentration of 50 nM and an injection volume 7 nL were selected. Experimental details and data treatment are provided in the ESI. † The indicator apparent diffusivity as a function of the concentration of the analyte HSA in buffer provides the standard curve shown in Fig. 2 . Pressures of 50 and 250 mbar resulting in analysis times of 14 and 3 min, respectively, were applied. The standard curves were found to be well After rinsing the capillary is filled with analyte. Then a small indicator zone is introduced (typically around 10 nL) and moved to the detector by a pressure driven flow of sample. During the flow the indicator is mixed with the sample. The indicator peak variance is linked to the apparent diffusivity, which in turn is dependent on the degree of binding.
described by eqn (4) The standard curve shown in Fig. 2 was used to quantify HSA in diluted (2%) human plasma. The colorimetric BromoCresol Purple assay (BCP) was selected as a comparative method as it is widely used for quantifying HSA. 17 Three different plasma samples were analysed using FIDA and BCP and comparable results were achieved as seen in Table 1 . The selectivity of the assay is linked to the specificity of the noncovalent binding to the protein. Obviously, fluorescein and bromo-cresol purple may be expected to bind to other proteins, which could give rise to false results especially at high plasma concentrations. Matrix effects have previously been reported for the BCP assay. 18 Possible matrix effects in the FIDA assay were studied in a series of standard addition experiments shown in the ESI (Fig. S2 †) . The standard addition curve and the standard curve are similar indicating very limited matrix effect from plasma in the FIDA assay.
As briefly mentioned above, non-specific binding will affect the dispersion of the indicator and, hence, affect results. In practice a strong specific binding between indicator and analyte is optimal. Therefore FIDA is well suited for antibody based quantification as most antibody-antigen interactions are characterized by high affinity and specificity. The ability of FIDA to quantify antibodies was investigated using Anti-HSA (an antibody against HSA) as the analyte and HSA covalently bound to the fluorescent probe ATTO488A as the indicator (F-HSA). The standard curve is shown in Fig. 3 Fig. 3 , which shows that a small fraction of non-covalently bound fluorescent tag does not hamper the FIDA assay. This point is rather important as a The uncertainty of the FIDA assay is based on independent measurement of apparent diffusivities (triplicates). b The uncertainty of the BCP assay is based on triplicate absorbance measurements of the plasma sample. The relative standard deviation of the BCP assay was previously reported to be 1.6%-2.3%. complete removal of non-reacted or non-covalently bound fluorescent tag is often challenging.
Two binding events are evident in Fig. 3 . A small fraction of the indicator (HSA) is bound with a strong affinity below 1 nM Anti-HSA, whereas the main binding event occurs at concentrations above 10 nM. This heterogenic binding may be due to covalently bound fluorescence tags hampering the epitope recognition for part of the HSA molecules or due to a small fraction of antibodies binding with higher affinity. 20 The dynamic range for this assay is between 10 nM and 1 µM. The dissociation constant was estimated to be 1 × 10 −7 M according to eqn (4) assuming a 1 : 1 interaction. The binding curve in Fig. 3 may be used as a standard curve for quantifying Anti-HSA. This point was tested for independently prepared anti-HSA samples, where the antibody was successfully quantified in buffer solution. The accuracy was approximately 10% (see ESI †).
The dynamic range of the FIDA assay can be adjusted by changing the indicator concentration. Theoretical standard curves, based on the dissociation constant of 1 × 10 −7 M found for HSA-anti HSA system, are shown in Fig. 4a . The four curves correspond to different indicator concentrations. The curves have been calculated assuming fast binding kinetics, 1 : 1 binding, and that the Taylor conditions are fulfilled (ESI †). During the analysis the indicator is diluted as it is dispersed over a longer part of the capillary. In practice this causes the binding curve to be shifted to lower analyte concentration, but this effect was not taken into account in the theoretical curves. The calculated curves thus merely describe how dynamic range and sensitivity can be adjusted in a practical situation rather than providing an exact match to experiments. It can be seen in Fig. 4a that lowering the indicator concentration will shift the dynamic range to smaller concentrations until a concentration corresponding to the dissociation equilibrium constant is reached. This effect is also visible from Fig. 4b , where the analyte concentration needed to bind 10%, 50% and 90% of the indicator is plotted against indicator concentration. It is apparent that decreasing analyte concentrations are needed to obtain the same degree of binding at lower indicator concentrations. However, when decreasing the indicator concentration below the dissociation constant (shown as a vertical red line) the effect quickly wears off and any further reduction of the indicator concentration does not lead to a change in the analyte concentration needed to bind the analyte. If the dynamic range is defined as being between 10% and 90% binding of the indicator it can be seen that the dynamic range is a factor of 10 when the indicator concentration is larger than the dissociation constant and a factor of one hundred when the indicator concentration is smaller than the dissociation constant (Fig. 4b) .
The limit of detection for FIDA will in general be determined by the binding constant for the indicator-ligand interaction, the limit of detection for the indicator (in the order of picomolar for many fluorophores using the present instrumentation), the difference in diffusivity between the unbound indicator and the indicator-analyte complex, and the standard deviation for the determination of the peak variance. In the case of a strong selective interaction it should thus be feasible to reach sub-nano to picomolar sensitivities.
Conclusions
The present work demonstrates a new general approach for rapid protein quantification. The relative simplicity of the methodology and high tolerance to matrix effects is likely to make assays development easy; the main requirement is availability of a ligand (indicator molecule) which binds to the analyte with high affinity and specificity. Indicator molecules will often be available as antibodies (or antibody fragments). The FIDA protocol is straight forward to automate. It is further a significant advantage that only one interaction is required and a secondary antibody is not needed as in ELISA assays. Another important point concerns the fact that the affinity interaction takes place in solution, therefore problems associated with non-specific surface adsorption are minimized. Essentially, the FIDA methodology is a 1-channel assay which is also suited for microfluidic systems. 21 FIDA may thus ulti- mately be implemented in microfluidic based point-of-care devises, for e.g. quantification of bio-markers.
